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PREFACE 


This  report  vas  prepared  hy  the  U.  S.  Array  Engineer  Waterways 
Experiment  Station  (WES)  for  the  U.  S.  Nuclear  Regulatory  Coramission 
(NRC)  lander  Contract  No.  AT(1*9-2U)-0126,  for  use  by  the  NRC  in 
developing  Regulatory  Guide  1.138,  "Laboratory  Investigations  of  Soils 
for  Engineering  Analysis  and  Design  of  Nuclear  Power  Plants."  Regu- 
latory Guide  1.138  as  published  for  comment  by  the  NRC  differs  in  some 
particulars  from  the  guidelines  proposed  in  this  report. 

This  report  was  prepared  during  the  period  of  April  1975  through 
June  1976  by  Drs.  A.  G.  Franklin  and  W.  F.  Marcuson  HI  of  the 
Earthquake  Engineering  and  Geophysics  Division  (EE&GD),  Geotechnical 
Laboratory  (GL),  WES.  The  work  was  done  under  the  general  supernrision 
of  Dr.  F.  G.  McLean,  former  Chief,  EE&GD,  and  Mr.  James  P.  Sale,  Chief, 
GL. 

Directors  of  the  WES  during  the  preparation  of  this  report  were 
COL  G.  H.  Hilt,  CE,  and  COL  J.  L.  Cannon,  CE.  Technical  Director  was 
Mr.  F.  R.  Brown. 
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CONVERSION  FACTORS,  U.  S.  CUSTOMARY  TO  METRIC  (Sl) 
UNITS  OF  MEASUREMENT 


U.  S.  customary  units  of  measurement  used  in  this  report  can  he  con- 
verted to  metric  (Sl)  units  as  follows: 


Multiply 

inches 

feet 

miles  (U.  S.  statute) 

pounds  (mass) 

pounds  (mass)  per 
cubic  foot 

pounds  (force)  per 
square  inch 

pounds  ( force ) per 
square  foot 

hips  (force)  per 
square  foot 

inches  per  second 

feet  per  second 


By 
25. U 
0.301*8 
1.60931*1* 
O.I+53592I* 

I6.0l81*6 

6891*.  T5T 

1*7.88026 

1*7.88026 

25.1* 

0.301*8 


To  Obtain  . 

millimetres 

metres 

kilOTietres 

kilograms 

kilograms  per  cubic  metre 

pascals 

pascals 

kilopascals 

millimetres  per  second 
metres  per  second 
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A.  INTRODUCTION 

Appendix  A to  10  CFR  Part  100  establishes  requirements  for  site  investi- 
gations for  nuclear  power  plants  that  will  permit  evaluation  of  the  site  and 
provide  information  for  seismic  evaluation  and  engineering  design.  Included 
in  the  required  Investigations  is  the  development  of  information  relevant  to 
the  static  and  dynamic  engineering  properties  of  soil  and  rock  materials  of 
the  site. 

Safety-related  site  characteristics  are  identified  in  detail  in  Section  2.5 
of  Regiilatory  Guide  1.70,  "Standard  Format  and  Content  of  Safety  Analysis 
Reports  for  Nuclear  Power  Plants."  Proposed  Regulatory  Guide  4.7,  "General 
Siue  Suitability  Criteria  for  Nuclear  Power  Stations,"  discusses  major  site 
characteristics,  including  those  related  to  geology  and  seismology,  that  should 
be  considered  in  determining  the  suitability  of  a site.  Sections  2.5.1 
through  2.5.5  of  the  Standard  Review  Plan  of  the  Office  of  Nuclear  Reactor 
Regulation,  NRC,  provides  acceptance  criteria  for  geologic,  seismic,  and 
foundation-related  information  to  be  provided  in  Safety  Analysis  Reports.  Pro- 
posed Regulatory  Guide  0.00,  "Site  Investigations  for  Foundations  of  Nuclear 
Power  Facilities,"  discusses  programs  of  field  studies,  drilling,  and 
sampling  needed  to  provide  field  data  and  material  samples  for  site  evaluations 
and  engineering  design. 

The  present  guide  describes  acceptable  laboratory  testing  practices  for 
the  study  of  geologic  materials  from  sites  of  nuclear  power  facilities  in 
order  to  provide  information  on  material  properties  and  characteristics  that 
is  needed  to  cary  out  evaluations  or  analyses  to  assure  the  safety  of  the 
facilities  against  geologic,  seismic,  or  foundations-related  hazards. 
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B.  DISCUSSION 


I 

In  the  course  of  site  Investigations  and  analyses  for  nuclear  power 
facilities,  laboratory  testing  is  performed  on  geologic  materials  to  identify  j 

and  classify  site  materials  and  to  evaluate  material  properties  for  site  safety  ^ 

analyses,  foundation  analyses,  and  engineering  design.  Considerations  of  public 

safety  impose  particularly  stringent  requirements  on  engineering  design  and  , 

construction  of  nuclear  power  facilities,  so  that  all  phases  of  the  site 

I 

investigations  and  associated  testing  and  analyses  must  be  carried  out  in  such 

a way  as  to  assure  a high  degree  of  confidence  in  the  results.  In  addition,  \ 

it  is  necessary  that  information  obtained  from  the  investigations  be  reported  I 

in  such  a manner  and  with  sufficient  completeness  to  allow  verification  by  j 

independent  analysis  and  evaluation  on  the  part  of  the  regulatoiry  staff  and  its 

consultants.  ' 

Conditions  at  sites  of  nuclear  power  facilities  vary  to  a high  degree,  and  j 

the  course  of  a site  investigation  depends  on  the  nature  of  the  problems,  or 

potential  problems,  encountered.  Appropriate  types  of  laboratory  tests  depend  j 

on  the  parameters  required  as  input  for  analyses  or  evaluation  of  potential 

geotechnical  probleias.  In  many  cases,  the  nature  of  the  soil  or  rock  dictates 

the  type  of  test  emd  the  details  of  test  procedure,  so  that  modifications  in 

established  procedures  are  sometimes  required.  Because  the  significance  of 

test  results  is  dependent  on  minor  details,  verifiability  of  the  results  makes 

it  desirable  that  testing  procedures  follow,  where  possible,  practices  that  are  J 

generally  known  and  accepted.  Where  departures  from  these  practices  are 
required,  they  should  be  fully  described. 

Acceptance  criteria  given  in  the  Standard  Review  Plan  require  that  state- 
of-the-art  methods  be  used  to  determine  the  static  emd  dynamic  properties  of 
foundation  soils  and  rocks  in  the  site  area.  For  most  purposes,  the  state  of 
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the  art  is  reflected  in  established  standard  methods,  such  as  those  adopted  by 

the  American  Society  for  Testing  and  Materials  (ASTM),  procedures  established  , 

by  agencies  such  as  the  Corps  of  Engineers,  the  Bureau  of  Reclamation,  or  the 
Soil  Conservation  Service,  or  practices  described  in  generally  accepted  texts 
on  laboratory  testing. 

For  some  geotechnical  problems,  in  particular  those  involving  dynamic  r 

response  of  soils,  the  state  of  the  art  is  changing  relatively  rapidly.  This 
guide  describes  programs,  methods  of  testing,  and  laboratory  procedures  that 
are  acceptable  for  these  cases,  and  reflect  the  state  of  the  art  at  the  time 
of  its  preparation.  Cognizance  should  be  taken,  however,  of  continuing  research 
and  advances  in  the  state  of  the  art . 

C . REGULATORY  POSITION 

1 . Laboratory  Apparatus  and  Facilities 

1.1  Apparatus . When  laboratory  test  procedures  follow  published  standards, 
such  as  those  of  the  ASTM,  or  manuals,  such  as  the  Corps  of  Engineers  Engineer 

i 

Manual  on  Laboratory  Soils  Testing,  the  test  apparatus  should  conform  to 
published  specifications.  Where  modifications  are  used  because  of  special  needs, 
ihey  should  be  reported  with  the  test  results . Where  test  methods  do  not  follow 
standards  or  manuals,  complete  descriptions  of  the  essential  characteristics  of 
test  apparatus  should  be  given.  This  may  be  done  by  reference  to  published 
papers,  reports,  monographs,  or  the  like,  where  appropriate.  All  laboratory 

apparatus  should  be  regularly  inspected  and  maintained  to  assure  that  essential  t 

characteristics  (such  as  dimensions,  mating  of  parts,  piston  friction,  or 
fluid  seals)  are  not  significantly  altered  by  wear,  handling,  corrosion,  dirt, 
or  deterioration  of  materials, 

1.2  Calibration.  All  test  apparatus  and  instruments  shoxild  be  calibrated 
against  certified  calibration  stemdards  before  being  put  into  service,  and 
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calibrations  should  be  verified  at  regular  intervals  thereafter.  Necessary 
frequency  of  calibration  or  checking  of  calibration  varies  according  to  the 
susceptibility  of  the  apparatus  to  change  and  the  required  precision  of  measure- 
ment . Sealed  glass  thermometers  and  hydrometers  are  not  normally  susceptible 
to  change.  Physical  length  or  volume  measuring  apparatus,  such  as  metallic 
tapes,  scales,  pycnometers,  or  graduates,  are  not  normally  subject  to  calibra- 
tion change  unless  altered  by  visible  wear  or  damage.  Standards  of  mass,  such 
as  metallic  weights,  may  be  subject  to  significant  alteration  by  wear  or  corrosion 
over  long  periods,  with  hard  use,  or  where  great  precision  is  required.  Balances 
or  scales  should  be  recalibrated  at  least  annually,  and  should  be  checked 
against  known  weights  during  the  course  of  each  day's  work.  Balances  or  scales 
used  in  the  field  should  also  be  checked  against  known  weights  in  each  field 
location.  In  general,  instruments  for  measuring  forces,  pressures,  temperatures, 
and  electrical  quantities,  and  length  measuring  instriunents  with  moving  parts, 
should  be  calibrated  against  certified  calibration  standards  at  least  annually, 
and  more  frequently  in  cases  of  instruments  that  are  subject  to  change  by  drift 
or  wear.  All  laboratory  apparatus  should  be  Inspected  for  signs  of  damage, 
wear,  deterioration,  or  drift  on  a continuing  basis.  Apparatus  used  for  critical 
tests  should  be  inspected  and  subjected  to  calibration  checks  at  the  time  of  each 
test.  Records  of  calibration  and  Inspection  should  be  maintained.  Calibration 
procedures  for  laboratory  equipment  for  soils  testing  are  described  in 
Reference  36  (EM  1110-2-1909). 

1.3  Reagents  and  Water.  Guidelines  for  suitable  chemical  reagents, 
distilled  water,  and  apparatus  for  chemical  analyses  can  be  found  in  Reference 
2 (APHA,  et  al,  1971).  Water  for  use  in  soil  or  rock  testing  may  be  distilled 
or  deminereLllzed  by  ion-exchange  processes.  Since  ordinary  distillation  does 
not  remove  ammonia  or  carbon  dioxide,  and  ion-exchange  demineralization  does 
not  remove  organic  colloids,  special  precautions  are  required  where  these 
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substan-'es  may  be  present  and  may  interfere  with  tests.  Tap  water  may  be  used 
where  specified  by  standard  methods  or  where  chemical  analysis  show  that  it 
does  not  contain  impurities  in  sufficient  amounts  to  interfere  with  tests. 
De-aired  water  sho\ild  be  provided,  since  dissolved  gases  or  air  can  make  it 
Impossible  to  obtain  full  saturation  in  test  specimens.  A procedure  for  de- 
airing water  is  described  in  Reference  35  (US  Army  EM  1110-2-1906).  Suitable 
commercial  de-airing  devices  may  be  used. 

1.1*  Laboratory  Facilities.  A laboratory  for  soil  or  rock  testing  should 
have  a firm,  solid  floor  and  be  free  cf  traffic  and  machinery  vibrations. 
Tempe’-ature  control  of  the  entire  laboratoih'-  is  preferred,  and  is  essential  for 
areas  in  which  triaxlal,  simple  shear,  resonant  coliunn,  consolidation,  or 
permeability  tests  are  conducted.  Temperatures  should  be  maintained  within  a 
range  of  approximately  5°C  dui’ing  tests  of  these  types . Separate  areas , and 
preferably  separate  rooms,  should  be  used  for  dust-producing  activities  such  as 
sieve  analyses  and  sample  processing.  A room  with  relative  humidity  maintained 
at  or  near  100%  (a  "humid  room")  and  large  enough  to  permit  storage  of  samples 
ani  preparation  of  test  specimens  should  be  provided. 

2 . Sample  Handling  and  Storage 

Handling  and  storage  of  soil  and  rock  saraples  should  not  produce  damage  or 
alteration  that  could  affect  the  results  of  laboratory  tests.  Undisturbed*  soil 
samples,  whether  in  blocks  or  tubes,  are  the  most  '.nilnerable  to  damage,  and 
thus  require  the  most  stringent  protective  measures.  Undistiirbed  saraples  should 
be  transported  and  handled  so  as  to  avoid  damage  to  the  soil  structxire  by 
impacts  or  vibration,  and  undisturbed  samprus  of  granular  soils  in  tubes,  unless 
frozen,  shovild  be  transported  and  stored  vertically  if  they  are  to  be  tested  in 
an  undisturbed  condition.  Padded  containers  or  racks  should  always  be  used  for 
transportation  and  are  highly  recommended  for  storage.  Samples  to  be  stored 


* Defined  in  Appendix  B . 


prior  to  testing  must  be  protected  against  changes  in  water  content ; they  should 
he  closely  inspected  upon  receipt  at  the  laboratory  to  assure  that  moisture 
seals  are  intact,  and  the  seals  should  be  renewed  if  needed.  Storeige  should 


be  in  a humid  room.  Even  the  most  careful  treatment,  however,  can  not  prevent 
slow  structural  and  chemical  cheuiges  with  time,  which  usually  result  in  decrease 
of  shear  strength  and  the  measured  value  of  preconsolidation  stress.  Samples 
should  be  tested  as  soon  as  possible  after  receipt,  and  preferably  should  not 
be  stored  for  more  than  two  weeks  prior  to  testing.  Samples  that  have  been 
stored  for  long  periods  raao’'  be  suitable  for  visual  inspection,  but  should  not 
be  considered  to  have  the  characteristics  of  undisturbed  samples . A discussion 
of  the  effects  of  storage  and  extrusion  on  undistxirbed  samples  is  given  in 
Peference  6 (Arman  and  McManis,  1976). 

Undisturbed  samples  of  sand  may  be  drained  and  frozen  at  the  sampling  site 
to  make  them  less  susceptible  to  disturbance  during  transportation  and  handling. 
Such  treatment  affords  some  protection  from  mechanical  disturbance,  but  does 
not  obviate  the  need  for  careful  handling.  Frozen  samples  should  be  protected 
from  thawing  and  from  wide  fluctuations  of  temperature  below  the  freezing  point. 
Sand  samples  should  be  well -drained,  but  not  dry,  before  they  are  frozen,  since 
freezing  of  saturated  or  near-saturated  samples  produces  disturbance  from 
expansion  of  freezing  water.  Soils  that  are  not  free-draining  can  not  be  frozen 
without  disturbance. 

Remolded  or  bulk  samples  of  soil  do  not  require  storage  in  a humid  room  nor 
protection  from  mechanical  disturbance,  but  should  be  stored  indoors  and  pro- 
tected against  contamination.  Rock  samples  normally  can  be  stored  in  core 
boxes,  except  that  samples  to  be  used  for  fluid  content  determinations  and  shale 
samples  to  be  used  for  tests  of  mechanical  properties  should  be  protected  from 
change  in  fluid  content.  Rock  samples  should  be  stored  indoors  to  provide 
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protection  froic  weathering.  Rocks  with  soJ 1-like  properties,  such  as  soft 
shales  or  weakly  Indurated  sandstones,  should  he  treated  as  soils. 


3.  Selection  and  Preparation  of  Test  Specimens 

The  selection  of  soil  and  rock  specimens  for  laboratory  testing  requires 
careful  examination  of  all  samples,  in  order  that  test  specimens  accurately 
represent  the  characteristics  of  each  discrete  soil  or  rock  unit,  and  that  the 
soil  profile  be  accurately  described.  Specimens  should  be  selected  so  that 
test  results  define  average  values  of  material  properties  as  well  as  the  range 
of  values  and  their  degree  of  variability.  This  requires  the  testing  not  oniy 
of  the  most  representative  samples,  but  also  those  with  extremes  of  properties 
and  those  representative  of  critical  zones.  Guidelines  for  spacing  of  borings 
and  frequency  of  sampling  are  given  in  Regulatory  Guide  0.00,  "Site  Investigations 
for  Foundations  of  Nuclear  Power  Plants."  In  some  instemces,  additional  boring 
and  sampling  may  be  required,  when  laboratory  examination  of  the  samples  reveals 
that  they  are  not  adequate  in  freedom  from  disturbance,  number,  or  distribution 
to  meet  testing  requirements. 

Undisturbed  tube  samples  of  soils  should  be  examined  for  evidence  of 
disturbance.  Requirements  that  should  be  satisfied  by  undisturbed  samples  are 
stated  by  Hvorslev  (Reference  l3)  as: 

a.  The  specific  recovery  ratio*  shall  not  be  greater  than  1.00  nor  smaller 

than  (l-2C^),  where  is  the  inside  clearance  ratio*  at  the  cutting 

edge.  When  thin-wall  drive  samplers,  samplers  with  stationary  piston, 
or  core  barrels  are  used,  it  is  generally  sufficient  that  the  total 
recovery  ratio  be  equal  to  or  slightly  smaller  than  unity. 

b.  On  the  surface  of  or  in  sliced  sections  of  the  sample  there  must  be 
no  visible  distortions,  planes  of  failure,  pitting,  discoloration,  or 

* Defined  in  Appendix  B . 
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^ other  signs  of  disturbance  which  can  he  attributed  to  the  sampling 

r 

L operation  or  handling  of  the  sampler. 

‘ c . The  net  length  and  weight  of  the  sample  and  the  results  of  other 

control  tests  must  not  change  during  shipment,  storage,  and  handling 
of  the  sample. 

All  of  the  above  requirements  should  be  satisfied,  and,  in  addition,  samples 
that  have  been  subjected  to  violent  mechanical  shocks  or  to  accidental  freezing 
and  thawing  should  not  be  considered  to  be  undisturbed  even  if  other  evidence 
of  disturbance  is  absent. 

Hvorslev  describes  procedures  for  examining  cut  surfaces  of  soil  samples. 
Portions  of  tube  samples  may  be  examined  by  these  procedures  while  other  portions 
are  used  for  testing.  A desirable  alternative  is  the  use  of  X-radiographs , 
which  can  be  used  to  examine  samples  for  distortion  of  strata,  gaps,  voids,  and 
shear  zones,  and  which  leaves  the  samples  intact.  It  is  also  useful  for 
delineating  the  boundaries  of  soil  zones  with  different  properties,  euid  thus 
aids  in  subdividing  samples  and  selecting  teat  specimens.  Proced\ires  for 
examination  by  X-radiography  are  given  in  Reference  19  (Krlnitzsky,  1970). 

A serious  source  of  damage  to  undisturbed  soil  samples  is  extrusion  from 
sample  tubes.  The  preferred  method  of  removal  of  samples  from  thin-wall  tubes 
is  to  split  the  tube  longitudinally  by  milling.  An  acceptable  alternative  is 
to  saw  the  tube  transversely  into  segments  of  sufficient  length  to  extrude  a 
single  test  specimen  from  each  and  to  permit  penetrometer  or  vane  shear  testing 
(where  applicable)  and  trimming  of  the  ends.  Before  extrusion  of  samples  from 
the  tube  sections,  the  cut  tube  edges  sho\ild  be  dressed.  Reuse  of  thin-wall 
sample  tubes  should  not  be  attempted. 

Trimming  and  shaping  of  test  specimens  of  soils  require  great  care  to 
prevent  disturbance  and  changes  in  moisture  content.  Normally,  preparation 
should  be  done  in  a humid  room.  Frozen  samples  should  be  prepared  under 
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conditions  that  will  prevent  premature  thawing.  Details  of  procedure  depend  on 
the  nature  of  the  test  and  the  specimen.  For  a number  of  tests  of  soils,  pro- 
cedures are  described  in  Reference  35  (HM  1110-2-1906,  1970).  Preparation  of 
rock  specimens  for  testing  is  described  in  Reference  22  (Obert  and  Duvall,  196?). 

. Testing  Requirements 

U.l  General . The  evaluation  of  a site  req^uires  the  development  of  subsur- 
face soil  and  rook  profiles.  All  soils  and  rocks  sampled  at  the  site  require 
appropriate  examination  and  testing  for  Identification  and  classification. 

This  requires  index  and  classification  tests  and  moisture  and  density  determina- 
tions, and  may  also  require  mechanical  analyses,  mineralogical  analyses,  organic 
content  determinations,  or  other  types  of  testing,  as  appropriate  to  the  soil 
and  rock  types  and  water  conditions  encountered. 

Test  requirements  beyond  those  for  identic  Lcation  and  classification  are 
determined  by  consideration  of  soil  and  rock  types  present  and  their  relations 
to  structures  or  systems  belonging  or  related  to  the  facility.  Depending  on  the 
nature  of  potential  problems,  such  as  settlement,  slope  stability,  or  bearing 
capacity,  various  laboratory  tests  such  as  tests  of  compressibility,  consolidation 
behavior,  or  shear  strength  are  required.  Most  tests  of  this  nature  are  well- 
known;  common  ones  are  included  in  Appendix  A,  together  with  tests  for  more 
special  applications  and  references  to  applicable  standards  and  other  selected 
literature. 

Laboratory  procedures,  particularly  those  of  a routine  nature,  should 
normally  be  carried  out  according  to  generally  accepted  and  published  procedures, 
where  they  are  available.  Such  published  procedures  include  the  standards  of 
the  American  Society  for  Testing  and  Materials  (ASTM),  some  of  which  are  listed 
in  Appendix  A,  and  the  American  Association  of  State  Highway  Officials  (AASHO); 
the  Laboratory  Manuals  of  the  U.  S.  Amy  Corps  of  Engineers  and  the  U.  S.  Bureau 
of  Reclamation;  widely  known  and  accepted  monographs  and  Journal  papers  describing 


13 


test  procedures;  and  other  publications  of  similar  character  and  standing.  The 
U.  S.  Army  Engineer  Manual  EM  1110-2-1906  (Reference  35)  gives  detailed  procedures 
for  many  tests  of  engineering  properties  of  soils.  The  two-volume  monograph, 
Methods  of  Soil  AnailysiB,  (Reference  5)  sponsored  Jointly  by  the  American  Society 
of  Agronomy  and  the  American  Society  for  Testing  and  Materials,  provides  pro- 
cedures for  some  engineering  properties  tests  and  a wide  variety  of  tests  for 
physical,  chemical,  and  microbiological  properties  of  soils.  Both  of  these 
references  provide  valuable  discussions  of  pitfalls,  precautionary  measures, 
calibration  procedures , and  control  of  errors . Where  standard  procedures  are 
net  available,  or  where  special  problems  make  others  preferable,  alternative 
procedures  or  modifications  of  standard  procedures  may  be  used.  For  purposes 
of  review,  published  procedures  that  are  followed  without  deviation  require 
documentation  only  by  reference,  but  other  procedures  or  modifications  of 
standeurd  procedures  should  be  described  and  documented. 

**.2  Testing  for  Pynamic  Response  Analyses.  Dynamic  response  analyses  may 
be  required  for  evaluation  of  site  and  structxiral  behavior  under  earthquake 
loads,  as  well  as  dynamic  loading  from  other  sources,  such  as  machine  vibrations 
or  explosive  events.  Such  analyses  include  the  analysis  of  wave  propagation 
through  site  materials,  including  interaction  effects  with  structures;  the 
einalysis  of  the  potential  for  liquefaction  or  loss  of  strength  of  cohesionless 
soils  under  dynamic  loading,  and  analysis  of  the  effects  of  eaxthquedte  loading 
on  the  stability  of  slopes  and  embankments.  Appropriate  test  methods,  together 
with  references  for  procedures,  are  listed  in  Appendix  A.  An  extensive  and 
detailed  discussion  of  test  methods  and  analyses  relevant  to  dynamic  response 
of  soils  is  given  in  Reference  25  (Shannon  and  Wilson  and  Agbabian-Jacobsen 
Associates,  1972). 

II4 


4.2.1  DeveloMcnt  of  Soil  Profile.  Dynamic  analyses  re<iuire  as  input  the 
parameters  describing  the  soil  profile,  and  must  therefore  be  preceded  by 
exploration  and  testing  to  obtain  those  parameters. 

4.2.2  Static  Stress  Analysis . An  analysis  is  generally  required  to  provide 
the  initial  state  of  stress  on  which  dynamic  stresses  are  superimposed.  Parameters 
required  as  input  include  the  static  stress-strain  parameters,  and  where  seepage 

is  involved,  in  situ  permeability  values.  A test  program  including  both 
consolidated-drained  and  consolidated-undrained,  monotonically -loaded , strain- 
controlled,  triaxial  shear  tests  would  be  an  acceptable  means  of  obtaining  the 
stress-strain  parameters.  The  test  program  should  include  all  soils  involved  in 
the  analysis.  Consolidation  should  cover  a range  of  consolidation  stress  ratios 
appropriate  to  the  range  expected  in  the  field;  values  of  1.0,  1.5,  and  2.0  are 
usually  satisfactory.  Confining  pressures  should  also  cover  a range  of  values 
appropriate  to  those  expected  in  the  field.  Pore  pressures  should  be  measured 
in  undrained  tests.  Sufficient  data  should  be  obtained  to  permit  nonlinearity 
of  the  stress-strain  relations  to  be  well  defined,  as  well  as  the  peak  and 
residual  shear  strengths.  For  determination  of  permeability,  in  situ  testing 
methods  should  be  used  wherever  possible. 

4.2.3  Wave  Propagation  Analyses . The  basic  soil  parameters  required  for 
a dynamic  stress  analysis  are  the  total  mass  density,  Poisson's  Ratio,  shear 
modulus,  and  damping  ratio.  The  shear  modulus  and  damping  values  are,  in  soils, 
functions  of  strain  level,  and  it  is  important  that  they  be  determined  over  a 
range  of  strains  that  are  appropriate  to  the  problem.  Because  of  limitations 
inherent  in  available  test  equipment,  it  is  necessary  to  perform  tests  by 
various  methods  to  evaluate  response  at  different  strain  levels . Useful  tests 
would  Include  the  resonant  column  test,  strain-controlled,  undralned,  cyclic 
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triaxial  teste,  and  the  cyclic  simple  sheer  test  (undrained),  supplemented 
by  field  tests  which  yield  stress-strain  relations  for  small  strain  levels. 

Figure  1 shows  approximate  ranges  of  strains  applicable  to  these  test  methods. 

Values  of  Poisson's  Ratio  may  be  obtained  by  (a)  monitoring  both  axial  and 
radial  strains  in  the  cyclic  triaxial  shear  test,  (b)  comparing  data  from 
cyclic  triaxial  and  cyclic  simple  shear  tests,  (c)  comparing  response  in  the 
axial  mode  with  that  in  the  torsional  mode  in  the  resonant  column  test,  or 
(d)  comparing  shear  wave  and  compression  wave  velocities.  Care  should  be  taken 
that  data  compared  are  from  tests  with  approximately  equal  strain  levels.  Under 
dynamic  or  undrained  conditions  Poisson's  Ratio  for  saturated  soils  normally  will 
have  a value  approaching  0.5,  and  such  a value  may  be  assumed  as  an  alternative 
to  determination  from  test  data. 

Laboratory  tests  should  be  performed  with  specimens  consolidated  both 
isotropically  and  anisotroplcally,  with  a range  of  consolidation  stress  ratios 
and  confining  pressures  appropriate  to  the  field  condition. 

The  analysis  of  test  data  to  evaluate  modulus  and  damping  values  is 
discussed  in  Reference  25  (Shannon  and  Wilson  and  Agbabian -Jacobsen  Associates, 
19T2).  It  is  preferable,  where  possible,  that  the  methods  of  analysis  of  test 
data  do  not  require  assiimptlons  of  idealized  models  of  material  behavior,  such 
as  linear  elasticity  or  linear  viscoelasticity. 

k.2.h  Shear  Resistance  of  Soils  Under  Eynamic  Loading 

h.2,k.l  General . The  shear  and  deformation  behavior  of  soils 
subjected  to  seismic  or  other  dynamic  loads  should  be  determined  by  a testing 
program  including  both  monotonlc  (static)  and  cyclic  load  tests.  Appropriate 
static  tests  would  Include  stress-  or  strain-controlled,  consolidated-undrained , 
triaxieQ.  tests,  with  pore  pressure  measurements.  These  tests  should  Include 
isotropically  and  anisotroplcally  consolidated  specimens,  with  a range  of  con- 
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fining  pressures  and  consolidation  stress  ratios  appropriate  to  the  field  con- 
ditions. The  effects  of  cyclic  loading  should  be  evaluated  by  a program  of 
stress-  or  strain-controlled  cyclic  loading  tests,  which  may  be  triaxial,  simple 
shear,  or  torsional  shear,  of  adequate  scope  to  determine  the  degree  to  which 
shearing  resistance  is  affected  by  cyclic  loading. 

U.2.U.2  Liquefaction  Potent ieil.  Saturated  coheslonless  soils  are 
susceptible  under  some  conditions  to  liquefaction  and/or  lose  of  shear  strength 
under  earthquake  loading.  Where  laboratory  determination  of  liquefaction 
potential  is  required,  stress-controlled,  undrained,  cyclic  triaxial  tests  should 
oe  performed  on  each  material  that  might  be  susceptible.  Tests  should  be 
performed  with  test  specimens  consolidated  both  Isotropically  and  anisotropically , 
with  a range  of  confining  pressures  and  consolidation  stress  ratios 
appropriate  to  the  field  conditions,  and  with  a range  of  stress  amplitudes 
such  that  and  10$  (peak-to-peak)  strain  amplitudes  are  obtained  over  the 
range  of  3 to  50  cycles.  Stress-controlled  cyclic  simple  shear  tests  may  be 
used  as  an  alternative  or  to  supplement  cyclic  triaxial  tests. 

In  the  present  state  of  the  art,  the  cyclic  triaxial  test  is  the  only  one 
generally  available  for  engineering  application  in  liquefaction  analyses.  This 
test  possesses  severe  shortcomings,  and  requires  the  application  of  empirical 
correction  factors,  which  have  been  developed  from  a limited  data  base,  to  test 
results  to  compensate  for  effects  of  nonideal  conditJ  jns  in  loading  or  in 
configuration  of  test  specimens.  Alternative  methods,  such  as  shake  table  tests, 
cyclic  Imple  shear  tests,  and  cyclic  torsional  tests,  are  essentially  research 
tools  at  the  present  time.  Where  available  these  tests  may  be  used,  but  they 
should  be  supplemented  by  cyclic  triaxial  tests  unless  sufficient  data  are 
available  to  demonstrate  a correlation  of  results  of  the  test  method  used  with 
either  field  performance  or  conventional  tests. 
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U.2.5  Special  Considerations  and  Potential  PltfeillB.  The  following  points 


should  be  given  careful  attention  in  planning,  performing,  and  interpreting 
dynamic  laboratory  tests: 

I4.2.5.I  Preparation  of  Test  Specimens.  For  all  dynamic  laboratory 
tests , the  test  specimens  should  be  prepared  and  treated  so  as  to  ‘represent  as 
nearly  as  possible  the  material  whose  field  behavior  is  to  be  analy;sed.  For  fill 
materials,  the  preferred  procedure  is  to  perform  tests  on  specimens  obtained  from 
undisturbed  samples  of  test  fills.  Alternatively,  tests  may  be  performed  on 
test  specimens  compacted  to  field  density  and  water  content , with  the  degree  of 
saturation  adjusted  prior  to  testing,  if  necessary,  to  correspond  to  the  condition 
to  be  analyzed.  For  analysis  of  in  situ  materials,  whether  cohesive  or  non- 
cohesive,  the  preferred  test  specimen  for  all  tests  of  strength  and  dynamic 
response  is  an  undisturbed  sample  of  high  quality.  Where  reconstituted  specimens 
must  be  used  to  represent  in  situ  materials,  they  should  be  reconstituted  at  in 
situ  dry  density  as  determined  from  actual  density  measurements . The  use  of 
relative  density  as  interpreted  from  3PT  tests  is  not  sufficiently  accurate  for 
this  purpose.  The  method  of  reconstitution  has  a strong  effect  on  the  test 
results,  and  this  effect  should  be  considered  in  the  interpretation  of  test  data 
as  well  as  in  pleuinlng  the  test  program.  See  Reference  21  (.Mulllis,  Chan,  and 
Seed,  1975)  for  a discussion  of  the  effects  of  method  of  sample  preparation. 

Care  should  be  taken  to  avoid  mixing  granxilar  soils  of  different  greuiatlon. 

Such  a mixture  may  exhibit  behavior  that  is  entirely  different  from  that  of  its 
separate  components,  even  though  the  in  situ  density  is  closely  reproduced. 

U.2.5 -2  Effects  of  Scalping.  Where  large  particles  are  present  in 
the  material  to  be  tested,  the  diameter  of  the  test  specimen  should  be  at  least 
6 times  the  diameter  of  the  largest  particle.  Scalping  (the  removal  of  a coarse 
fraction  of  the  sample)  is  known  to  Influence  the  results  of  dynamic  tests,  but 
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the  nature  of  the  Influence  is  not  well  understood,  and  scalping  should  be 
avoided  wherever  possible.  In  instances  where  scalping  can  not  be  avoided, 
the  test  specimens  should  be  prepared  at  a density  corresponding  to  the  matrix* 
density  of  the  in  situ  material,  which  is  normally  lower  theui  the  total  bulk 
density.  Scalping  procedures  should  be  explained  together  with  reasons  for 

) 

expecting  that  test  results  are  valid.  Materials  having  parallel  grain  size 
distribution  curves  can  not  be  assumed  to  be  equivalent  materials  for  purposes 
of  dynamic  testing. 

I4.2.5.3  Degree  of  Saturation.  The  dynamic  behavior  of  soils  is 
profoundly  influenced  by  the  degree  of  saturation,  and  tests  of  soils  that  will 
be  below  the  water  table  should  be  performed  only  on  specimens  that  are 
essentially  1005b  saturated,  as  indicated  by  Skempton's  B value.  The  minimum 
acceptable  B value  is  considered  to  be  0.95* 

14.2.5.^  Determination  of  In  Situ  Density.  The  in  situ  density  of 
cohesionless  soil  is  of  critical  importance  in  dynamic  behavior,  and  extreme 
care  should  be  given  to  its  determination.  The  proposed  Regulatory  Guide  0.00, 

"Site  Investigations  for  Foundations  of  Nuclear  Power  Facilities,"  discusses 
methods  of  determination  of  in  situ  density  in  cohesionless  soils  and  provides 
references . 

1*.2.5.5  Necking  of  Test  Specimens.  Test  specimens  in  cyclic  triaxial 
tests  sometimes  neck  during  extension.  When  necking  begins,  the  test  should  be 
considered  invalid  from  that  point  on. 

1*.2.5.6  Form  of  Loading  Function.  The  preferred  loading  function 
for  cyclic  tests  is  sinusoidal.  Square-wave  or  triangular -wave  loading  functions 
may  also  be  used.  Whatever  the  form  of  loading  function  used,  the  first  half- 
cycle of  loading  in  a cyclic  triaxial  test  should  be  conpressionail . Square- 

• Defined  in  Appendix  B. 
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wave  loading  produces  more  severe  conditions  than  sinusoidal  loading,  and 
consetiuently  may  produce  an  apparently  lower  dynamic  shear  strength  or  greater 
susceptibility  to  liquefaction.  However,  in  the  absence  of  experimentally 
developed  site-specific  correlation,  the  results  of  tests  with  square-wave 
loading  as  well  as  triangular -wave  loading  should  be  used  without  upward  adjust- 
ment of  apparent  strength  or  resistance  values. 

‘♦.2.5.7  Comparison  of  Response  to  Different  Tests.  In  cyclic  tests 
for  dynamic  modulus  and  damping  values  of  soils,  care  should  be  taken  to  use 
tests  that  impose  levelc  of  strain  that  are  appropriate  to  the  analyses  for 
which  they  are  intendeu,  as  illustrated  in  Figure  1.  In  addition,  where  test 
programs  Include  tests  by  different  methods  to  study  behavior  over  ein  extended 
range  of  strain  levels,  tests  should  be  performed  by  the  different  methods  in 
the  regions  of  overlap.  The  redundancy  so  obtained  will  provide  a means  of 
comparing  response  under  different  test  conditions,  and  will  thus  aid  in 
verifying  the  consistency  of  the  data  obtained. 

*♦•2.5.8  Frequency  of  Cyclic  Loading.  Information  available  at  the 
present  time  indicates  that  the  mechanical  behavior  of  soils  is  relatively 
insensitive  to  frequency  in  the  frequency  range  of  primary  interest  in  earthquake 
response  problems.  It  is  common  practice  to  carry  out  laboratory  cyclic  teats 
at  a frequency  in  the  neighborhood  of  1 Hz.  If  tests  are  performed  at  frequencies 
outside  the  range  of  0.5  to  2 Hz,  additional  investigations  should  be  made  to 
verify  that  test  results  are  comparable  to  those  done  at  1 Hz. 

*♦•2.5.9  Number  of  Tests  Required.  In  general,  where  the  form  of  a 
relation  between  dependent  eind  Independent  variables  (such  as  cyclic  shear  stress 
and  niimber  of  cycles  to  failure)  is  known  or  suspected  to  be  non-linear,  the 
definition  of  the  curve  expressing  the  relation  requires  at  least  three  data 
points,  and  these  should  represent  a range  of  values  that  is  consistent  with 
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that  anticipated  in  the  field.  In  some  instances,  it  Is  possible  to  reduce 
the  number  of  tests  required  when  the  scatter  is  small  and  the  form  of  a curve 
has  been  established  by  other  curves  in  the  family.  In  other  instances,  the 
data  may  show  a degree  of  scatter  such  that  more  than  three  tests  are  required 
to  define  the  curve. 

/ 

1 . 3 Dispersive  Characteristics  of  Cohesive  Soils.  Where  cohesive  soils 
are  used  in  water-retaining  structures,  or  are  otherwise  used  to  control  water 
movement,  the  dispersive  characteristics  or  erodablllty  should  be  evaluated  by 
suitable  tests  of  the  materials  at  the  same  density  and  water  contents  used  for 
design.  Acceptable  methods  of  test  are  described  in  References  26  (Sherard, 
et  al,  1976)  and  23  (Perry,  1975). 

Tests  of  Groundwater  or  Surface  Waters.  The  requirements  for  testing 
of  groundwater  or  surface  water  depend  on  the  liature  of  potential  problems 
identified  at  the  site.  Standard  methods  of  testing  water  for  physical,  chemical, 
radioactive,  and  microbiological  properties  are  given  in  Reference  2 (APHA,  AWWA, 
and  WPc-'F,  1971).  Also  described  are  methods  of  testing  polluted  water,  wastewaters, 
effluents,  bottom  sediments,  and  sludges.  Stsuidard  methods  of  test  should  be 
used  unless  special  problems  are  encountered  which  require  modifications  or 
alternative  methods,  in  which  case  any  departure  from  standard  methods  should  be 
documented . 

5-  Presentation  of  Test  Results 

The  results  of  laboratory  tests  should  be  reported  in  sufficient  detail, 
and  in  suitable  form,  to  permit  independent  verification  and  analysis  during 
review.  All  test  parameters  that  are  needed  to  analyze  or  evaluate  the  test 
data,  or  to  Judge  its  validity,  should  be  reported.  In  plots  showing  the  results 
of  tests  or  experiments,  all  data  points  should  be  shown.  The  construction  and 
labelling  of  plots  showing  test  results,  and  symbols  used  in  figures  and  text. 
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should  conform  to  accepted  engineering  and  scientific  practice  unless  there  are 
specific  reasons  for  deviation.  In  such  cases,  the  usages  followed  should  he 
explained  in  accompanying  discussions.  A listing  of  standard  terms  and  symbols 
for  soil  and  rock  mechanics  is  given  in  ASTM  Standard  d653  (Reference  3).  The 
use  of  dual  units  (English  and  SI)  is  recommended. 

In  the  presentation  of  test  data,  care  should  be  taken  to  show  clearly  the 
degree  of  variability  in  the  data  and  the  range  of  extreme  values,  so  that  the 
degree  of  conservatism  in  the  choice  of  design  values  can  be  assessed. 
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a.  FTEID  TESTS 


b.  LABORATORY  TESTS 


* Note;  Range  of  shear  strain  denoted  as  "Earthquakes"  represents 
an  extreme  range  for  most  earthquakes . "SM-EQ"  denotes  strains 
induced  by  strong  motion  earthquakes. 

Figure  1 . FIELO  AND  IJIBORATORY  TESTS  SHOWING  APPROXIMATE 
STRAIN  RANGES  (Adapted  from  Reference  25) 
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LABORATORY  TEST  METHODS  FOR  SOIL  AND  ROCK 
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Many  methods  of  test  for  soils  are  also  applicable  to  rock.  See  under  listings  for  soils. 


APPENDIX  B 


DEFINITIONS 

For  the  purposes  of  this  guide,  the  following  words  and  terms  are  used 
with  intended  meanings  as  indicated  below. 

B Parameter,  or  B value  means  the  pore  pressure  coefficient  B in  the 
equation 

Au  = B [ Ao^  + A (Ao^  - AOj)  ^ 

in  which  Au  is  the  chauige  in  pore  pressure  resulting  from  stress  changes  Ao^ 
and  Ao^  in  a triaxial  test. 

Consolidation  stress  ratio  means  the  ratio  of  the  major  principal  stress  to 
the  minor  principal  stress  during  consolidation.  If  the  ratio  is  unity,  con- 
solidation is  isotropic. 

Cyclic  strength  means  the  eunplltude  of  cyclic  stress,  in  extension,  com- 
pression, or  both,  that  produces  failure  by  liquefaction  or  by  excessive  shear 
lefonaation  in  the  test  specimen,  in  a given  number  of  cycles. 

Damping  means  the  dissipation  of  strain  energy  during  cyclic  loading.  The 
energy  dissipated  is  proportional  to  the  area  of  the  hysteresis  loop. 

Dispersion  (of  soils)  means  a change  in  soil  structure  with  loss  of  bonding 
forces  between  particles,  so  that  particles  tend  to  assume  wider  spacing  and  are 
relatively  easily  eroded. 

Dispersive  (of  soils)  means  having  a tendency  or  susceptibility  to 
dispersion. 

Disturbed  sample  means  a sample  whose  Internal  structure  has  been  damaged 
to  r.uch  a degree  that  it  does  not  reasonably  approximate  that  of  the  material 
in  situ.  Such  a sample  may  be  completely  remolded,  or  it  may  bear  a resemblance 
to  an  undisturbed  sample  in  having  preserved  the  gross  shape  given  it  by  a 
sampling  device. 
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Humid  room  means  a room  or  chamber  in  which  the  relative  humidity  is 
maintained  at  or  near  lOOJt,  and  which  is  used  for  storage  of  samples  and/or 


preparation  of  test  specimens. 

Hysteresis  loop  means  a closed  curve  formed  by  a plot  of  stress  versus 
strain  during  a cyclic  test. 

Inside  clearance  ratio,  of  a sampling  device , is  defined  as : 


C. 

1 


D-D 

s e 


where  D^  is  tne  Inside  diameter  of  the  body  of  the  sample  tube  or  liner  and 

D is  the  diameter  of  the  cutting  edge, 
e 

Liquefaction  means  a sudden,  large  loss  of  shearing  resistance  in  a 
cohesionless  soil,  associated  with  an  increase  in  pore  pressure.  It  may  be 
caused  by  cyclic  or  monotonic  loading. 

Matrix . in  soil  or  rock,  is  the  assemblage  of  finer  grains  in  which 
grains  of  distinctively  larger  size  are  embedded. 

Remolded  sample  means  a sample  which  has  been  disturbed  to  such  an  extent 
that  its  structure  is  determined  by  the  stresses  and  strains  undergone  during 
and  after  sampling,  and  the  effects  of  in  situ  conditions  are  obscured. 

Representative  sample  means  a sample  that  contains  all  of  the  mineraJ 
constituents  of  the  stratian  from  which  it  is  taken,  in  the  same  proportions, 
with  the  same  grain  size  distribution,  and  is  uncontaminated  by  foreign  materials 
or  by  chemical  alteration. 

Specific  recovery  ratio,  in  the  advance  of  a sample  tube,  is  defined  as: 

R 

8 AH 

where  AL  is  the  increment  of  length  of  sample  in  the  tube  corresponding  to 
an  Increment  AH  of  sampler  advance. 

Strain-controlled  test  means  a test  in  which  strains  are  Imposed  on  a 
specimen  with  controlled  rate  and/or  magnitude. 
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Gtress-controlled  test  means  a test  In  which  stresses  are  applied  to  a 
specimen  with  controlled  rate  and/or  magnitude. 

Structure,  in  soil  or  rock,  meeuis  a complex  physical -mechanical  property, 
components  of  which  are  the  sizes,  shapes,  euid  arrangements  of  the  constituent 
grains  and  intergranular  matter,  and  the  forces  acting  among  the  constituents. 

Undisturbed  sample  means  a sample  obtained  and  treated  in  such  a way  that 
disturbance  of  its  original  structure  is  inslgr.ificant , so  that  the  sample 
is  suitable  for  laboratory  tests  of  material  properties  that  depend  on  structure. 
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